[Study and design of microturbines for medical practice].
The methodology of designing performance for medical microturbines is described. The method has been verified when designing the net moment and power of a turbine tip HTC-300-02 and a micromotor MMp-20. The comparison of theoretical and experimental data has shown the discordance to be less than 5%.